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ABSTRACT
An optical coherence tomography (OCT) system to produce both longitudinal and transversal images of the
in vivo human eye is presented. For the first time, OCT transversal images collected from the living eye at
50-mm depth steps show details unobtainable with the state-of-the-art scanning laser ophthalmoscope. Images
of up to 333 mm are produced from the retina in less than a second. For images larger than 1.631.6 mm, a
path modulation is introduced by the galvanometric scanning mirror and is used as an effective phase
modulation method.© 1998 Society of Photo-Optical Instrumentation Engineers. [S1083-3668(98)01001-6]
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Low coherence reflectometry1,2 is expected to be-
come an increasingly widespread clinical tool for
eye investigations. The technique has evolved rap-
idly in the past decade from initial investigations of
different biological tissues3–7 to in vivo
applications.8,9 Special attention has been given to
applications in ophthalmology,10 with different set-
ups for measurement of intraocular distances11–14
being devised and the technique being used to as-
sess macula health.15 Lately, the emphasis has
shifted steadily toward imaging,16 and this pro-
vides a useful complement to other approaches,
e.g., ultrasonography, magnetic resonance, and
scanning laser ophthalmoscopy.17
The technique has become known as optical co-
herence tomography (OCT) due to its capability to
produce optical sections of the object under inves-
tigation. An OCT instrument for determining reti-
nal thickness, which produces a longitudinal image
of the eye in 1 s is already commercially available.18
OCT has been recently developed especially as an
alternative investigative tool to the scanning laser
ophthalmoscope (SLO), which provides transversal
images from the eye. SLOs have been in use for at
least a decade and have been used extensively clini-
cally. Owing to the confocal principle involved and
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and the focal length of the eye lens,19 the depth ac-
curacy of the commercially available SLOs is lim-
ited to about 300 mm20 (although studies are being
carried out to improve this21). The depth accuracy
of the OCT images, however, is governed by the
coherence length of the source, which could be as
low as a few microns for tungsten lamps and Kerr
lens mode-locked lasers,3,4 or a few tens of microns
for the more practical superluminescent diodes
(SLD).6,10,11
The high depth resolution provided by low co-
herence interferometry is both an advantage and a
disadvantage for the imaging process. In principle,
there is a great potential for improving depth accu-
racy, as this depends on the source used and not on
the object, which is the case with the SLO. How-
ever, the shorter the coherence length, the more
sensitive the system is to eye movements and the
easier it is disturbed by vibrations. Consequently,
an acceptable tradeoff must be found between
depth accuracy and ease of obtaining good and
readily interpretable images of the eye.
Because the longitudinal images generated by the
commercial OCT cannot be directly compared with
the transversal images provided by the SLO, we in-
vestigated the possibility of using an OCT to de-
liver both longitudinal and transversal images.
We recently reported obtaining transversal OCT
images from the living eye.22 In this paper we dis-
cuss the problems associated with the phase modu-o 134.151.33.144. Terms of Use:  http://spiedl.org/terms
LCR TRANSVERSAL AND LONGITUDINAL IMAGINGlation that appears when the age is scanned trans-
versally and detail the conditions when this
modulation can be effectively used as a carrier for
the image signal. Transversal and longitudinal OCT
images are shown from the living eye using this
modulation only. We also present what we believe
to be the first set of transversal OCT images from
the retina with 50-mm depth spacing.
2 FUNCTIONAL OCT SYSTEM APPLICABLE
TO THE LIVING EYE
The configuration shown schematically in Figure 1
represents the current state of our OCT system. The
core setup is based on the schematic diagram in
Ref. 2. Light from a pigtailed superluminescent di-
ode (SLD) central wavelength l50.85 mm, is in-
jected into a single-mode directional coupler (DC1),
which transmits a percentage h of the optical power
into the object arm.
Light in the object arm propagates through a
phase modulator (PM), which consists of two turns
of fiber wrapped around a piezocylinder. Light
subsequently travels via a microscope objective
(C1), enters an orthogonal scanning mirror pair
(SXY), and passes through a converging lens (L1,
antireflection coated for 0.85 mm, 6 cm diameter
and 60 mm focal length), which brings the fan of
rays to convergence at the eye lens. The reference
beam, which emerges from port r1 of DC1, is of
much higher power than the signal beam and is
directed via microscope objectives C2 and C3 and
mirrors M1 and M2 to the receiving coupler DC2,
Fig. 1 Block diagram of the OCT system, SLD, superluminescent
diode (Superlum SLD-361); C1, C2, C3, microscope objectives;
DC1, DC2, directional couplers; PM, 5-cm-diameter piezocylinder
with two turns of fiber acting as a phase modulator; G, sinusoidal
generator, f530 kHz; M1, M2, mirrors; L1, convergent lens;
FPC1,2,3, polarizer controllers; SXY, orthogonal scanning mirror
pair; MX(MY), mirror of the X(Y) scanner; DM, demodulation block;
RX, RY, ramp generators; PD1, PD2, photodetectors; DA, differen-
tial amplifier (PD1, PD2, and DA are parts of a Nirvana New Focus
balanced photodetector module); TBPF, tunable bandpass filter;
BPF, bandpass filter; R, rectifier; LPF, low-pass filter; S: analog
adder; K1, K2, switches; DH, monostable circuit for the VSG line
trigger; DV, monostable circuit for the VSG frame trigger; Clk, VSG
clock generator; EL, eye lens; R, human retina; EM, eye model; L2,
lens; AP, aluminum plate; P, imaginary plane perpendicular to the
optic axis and tangential to the retina; TS, computer-controlled
translation stage; and PC, personal computer.JOU
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SLDs are prone to oscillations and that their corre-
lation profile suffers under back-reflections). The fi-
ber end r1 is polished at a 10° angle to reduce the
noise associated with back-reflected light.
Mirrors M1 and M2 are mounted on a computer-
controlled translation stage (TS), which can be
moved continuously at a constant speed or dis-
cretely in steps >1 mm. Polarization controllers
(FPC) are mounted in the sensing arm and in each
of the reference arm ports.
The beam spot on mirror MX, point O , situated at
a distance z1 in front of the lens L1, and the point O
where the rays enter the eye at a distance z2 behind
the lens L1, are conjugate points by virtue of L1.
OO8 defines the optic axis of the system, which co-
incides with the z direction in the chosen system of
coordinates (Figure 1). Two photodetectors, PD1
and PD2, collect the returned optical signals and
their outputs are applied to the two inputs of a dif-
ferential amplifier (DA) in a balanced detection
configuration. The signal is then demodulated in
the demodulator block (DM) and subsequently ap-
plied to a variable scan digital frame grabber (VSG).
Ramp generators RX and RY drive the transversal
scanners X and Y respectively, and also trigger sig-
nal acquisition by the frame grabber. DC1, FPC1,
C1, SXY, and L1 are mounted on the chin rest used
to accommodate the patient’s head. A special
mount was also devised for supporting different
objects under investigation, such as the eye model
(EM) in Figure 1, which consists of an aluminum
plate diffuser (AP) placed at the back of lens L2.
The system may be operated in three different re-
gimes by altering the way the translation stage and
the transversal scanner are driven and the demodu-
lation block configured.
2.1 TRANSVERSAL IMAGING
In this regime, the galvo-scanning mirror pair SXY
can be used to generate a frame, which could be of
any shape (for example, a disk), in the plane per-
pendicular to the optic axis. In our experiments
only conventional rectangular frames were pro-
duced, with the X scanner driven by ramps of up to
Fx5600 Hz and the Y scanner driven by slower
ramps, with a frequency Fy51.18 Hz. The number
of lines in the raster could easily be adjusted by
controlling the frequency Fy .
Depending on the image size along the x axis,
which is governed by the amplitude U of the signal
applied to the X scanner, the demodulation block
can be configured in two possible ways, will have
discussed below. As explained in the next section,
for values of U less than 0.62 V, a conventional
phase modulation technique is employed. The pi-
ezocylinder is driven by a sinusoidal signal at fre-
quency f530 kHz. Two bandpass filters (BPF) are
used: the fixed frequency filter is tuned to 2 f and
the tunable bandpass filter (TBPF) is tuned to 3f13RNAL OF BIOMEDICAL OPTICS d JANUARY 1998 d VOL. 3 NO. 1
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way, the residual intensity modulation from the
phase modulator at f is avoided. The amplitude of
the driving signal applied to PM is adjusted to give
the same modulation amplitude at 2 f560 kHz and
3f590 kHz (this corresponds to an amplitude of the
phase modulation of '3 rad). The two bandpass fil-
ter outputs are rectified (R) and low-pass filtered
(LPF). An analog adder (S) adds the two signals
and the resulting sum is applied to the frame grab-
ber. Since the demodulated signals at 2 f and 3f
have complementary variations in relation to the
phase fluctuations,23 the amplitude of the demodu-
lated signal after the adder is less sensitive to vibra-
tions and thermal fluctuations.
For values of U higher than 0.62 V, only the tun-
able bandpass filter tuned to 90 kHz is used, with
K1 closed and K2 open. In this case, the modulation
introduced by transversally scanning the target is
employed, either on its own or in addition to piezo-
modulation (see Sec. 2.2).
2.2 LONGITUDINAL IMAGING
Longitudinal images can be collected in two differ-
ent ways, depending on the translation stage speed:
1. Slow longitudinal scan imaging (SLI) with a
slow-moving translation stage (TS) and a fast trans-
versal scan across X or Y. Each longitudinal scan
results in an image in which the horizontal lines are
given by either the X or Y scans at 600 Hz. The
modulation and demodulation configuration de-
pend on the voltage applied to the galvo-scanner,
as is the case in the transverse imaging (TI) regime;
2. Fast longitudinal scan imaging (DI), with the
modulation carrier created by a Doppler shift. In
this regime, the transversal scanner is run at a
lower speed, or in fine steps. One complete run
yields the image, while the lines are generated by
repetitive movements of the translation stage. This
regime was generally favored in OCT setups used
for producing line scans.10,11 The tunable bandpass
filter is tuned to the Doppler frequency, switch K1
is closed, and switch K2 is open.
3 SIGNAL-TO-NOISE RATIO AND
BANDWIDTH ANALYSIS
The PD1 and PD2 photocurrents are given respec-
tively by i1 , i2 :
i15aPH h~12h!mE1~12h!~12m!R12~12h!
3@hxm~12m!OR#1/2~g~OPD!!
3cosS w02wr2 p2 D J (1)
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3cosS w02wr1 p2 D J (2)
where P is the SLD power, w0 signifies the phase in
the sensing arm, and wr is the phase in the reference
arm. A phase shift of p was assumed at each reflec-
tion (at the object and at mirrors M1 and M2). O is
the reflectivity of the object, E is the reflectivity of
the fiber end at port s, m is the splitting ratio of
coupler DC2, x is the efficiency of coupling the ob-
ject power back into port s, and R is the transfer
efficiency of the reference beam from port r1 to port
r2, including the reflectivities of the mirrors M1 and
M2 and the loss in coupling the light into port r2. a
represents the responsivity of the photodetectors,
which are assumed to be identical, and g(OPD) rep-
resents the modulus of the correlation function of
the field for an optical path difference (OPD). In (1)
and (2) we have considered R@E@O . After sub-
traction of the photodetected signals, the differen-
tial amplifier delivers a signal proportional to
Di5aP$h~12h!~2m21 !E1~12h!~122m!R14~1
2h!@hxm~12m!OR#1/2~g~OPD!!sin~w02wr!%.
(3)
Let us suppose that DC2 is balanced, m50.5, and
consequently the first two terms which represent
the contribution of the bias are eliminated. In this
balanced case,24 the mean-square current fluctua-
tion, ^DIn
2&, is expressed as
^DIn
2&52eB@^Iref&1^IE&#14Bl
2 ^Iref&^IE&
cDl
(4)
where e is the electron charge, B is the electrical
bandwidth, Dl is the optical line width, and Iref and
IE in the total current (PD1 and PD2) owing to the
reference optical signal and the back-reflection from
the fiber end s , respectively.
When
^IE&!
ecDl
2l2
50.664 mA , (5)
the first term in (4) dominates, i.e., the system op-
erates in the shot noise-limited regime [use was
made of IE!Iref and a value of Dl520 nm was
taken in (4)]. Using the first two terms in (1) and (2),
considering E53.5%, with h525%, and a
50.5 mA/mW (silicon), inequality (5) gives an up-
per limit for the source power PSNL=202 mW.
Higher-power values would be permitted if the fi-
ber end reflectivity E was smaller. Polishing the fi-
ber at an angle lowers the end reflection but at the
same time reduces the efficiency of coupling the
light back into the system. We favored having a
higher collection efficiency from the object and thuso 134.151.33.144. Terms of Use:  http://spiedl.org/terms
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into account that in the simplified model we ne-
glected losses in the couplers and thermal and elec-
tronic noise, we increased the power to 360 mW, in
which case the excess photon noise is slightly more
than the shot noise and the power incident at the
eye is 90 mW. This level of power is similar to that
used by other research groups14,16 and is below the
400-mW level for 100-s irradiation permitted by la-
ser safety regulations (Euronorm EN 60825-1) at
wavelengths in the 800-nm band.
Evaluating the signal-to-noise ratio in the manner
described in Ref. 24, we obtain (for m50.5)
S
N
5
aOx~12h!hP
eB@112l2ah~12h!EP/~ecDl!#
. (6)
The size d of a pixel defined on the retina (or at
the back of lens L2 in Figure 1) is the diffraction-
limited spot size for a diameter of a beam D fo-
cused by a lens of focal distance f2 and is given by
d51.22l
f2
D
. (7)
Taking into account the number of pixels Nx that
constitute a line scan of length DX in the imaginary
plane P in Figure 1, the image bandwidth can be
evaluated as
Bi5Nx
1
2Tx
5
DX
d
1
2Tx
50.41
D
l
DX
Txf2
, (8)
where Tx represents the time taken to scan a line.
This bandwidth will arise on either side of the car-
rier, since the carrier is modulated in intensity by
variations in image reflectivity.
Taking into account the scanner sensitivity k , the
amplitude of the driving ramp generating a scan of
span DX is obtained as
U5
z2
z1
DX
2kf2
. (9)
In order to get maximum speed out of the X scan-
ner and obtain a 512-line image in less than 1 s, the
scanner is driven at a frequency Fx higher than the
rolloff frequency, in which case k depends on Fx ,
and higher values of Fx result in smaller values of
k . For example, for Fx5600 Hz, k545.38 mrad/V
(which is 1.54 times smaller than at 10 Hz) and the
galvo-scanner flyback time is about 20% of the line
period. We have eliminated the display of an image
during flyback by using a monostable circuit (DH)
with a delay of 340 ms to trigger the line display of
the grabber. Consequently, the duration of a line
scan is Tx51.33 ms.
The carrier frequency f should be chosen in such
a way that the bandwidth about 2 f does not over-
lap with the bandwidth about 3f , which implies
thatJOU
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Since our PM is limited to 30 kHz (although higher
PM piezomodulation frequencies have been
reported8), Bi should be less than 15 kHz. Using
Eqs. (8) and (9), for l50.85 mm, D52 mm, z2
510.2 mm, z1514.5 mm, and f2520 mm, a band-
width of 15 kHz would limit the size of the image
to DX50.42 mm (Nx540 pixels) and the amplitude
of the X scanner voltage to U150.16 V.
For higher DX values, higher carrier frequencies
and values for B are required. In order to limit the
distortion of the deflected beam due to the size of
lens L1, we limited the amplitude applied to the
scanner to UM51.3 V, resulting in a span DX
53.35 mm [from Eq. (9)]. Consequently, the value
of Bi goes up to 121 kHz [from Eq. (8)], and the
30-kHz modulation cannot act as a carrier. For im-
ages of larger sizes, therefore, in the absence of a
faster device, a different method of providing phase
modulation has to be used.
We recently proposed and investigated a tech-
nique for achieving fast modulation rates that is
based on the phase modulation introduced by the
galvo-scanner itself,25 and this technique was ap-
plied here to obtain images of larger sizes. We
showed that at coherence the object is sampled with
a sampling function whose Newton rings’ appear-
ance is a consequence of a quadratic OPD depen-
dence on the deflection angle b. When the beam is
scanned across the sampling function, the photode-
tected signal is modulated at a frequency n. The
maximum value of this frequency ng , is expressed
as
ng5
4kU
lTx
f2
z1
2
z2
2 ubmu, (11)
where ubmu is the maximum angle for which inter-
ference still occurs. Interference signals are pro-
duced for uOPDu,lc , where lc is the coherence
length of the source, and the angle b for which
uOPDu5lc is bc :
bc5Alcf2
z2
z1
. (12)
For ubu.bc , ubmu5bc and for ubu,bc , ubmu5kU .
According to (11), this means that for U,Uc
5bc /k , ng has a quadratic dependence on U , and
for U.Uc , the dependence becomes linear. This
can be understood by the fact that for ubu values
above bc , the explored areas correspond to uOPDu
values outside coherence and consequently they do
not contribute to the interference signal. Up to bc ,
interference is obtained during the entire duration
of a transversal scan, Tx . Above bc , the time inter-
val during which interference takes place and the
period 1/n of the modulation signal are propor-15RNAL OF BIOMEDICAL OPTICS d JANUARY 1998 d VOL. 3 NO. 1
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U . As a result, the dependence ng(U) becomes lin-
ear.
For U.UC , components up to ng are generated
[from (11) and (12)]:
ng54k
U
Tx
z1
z2
Af2lc
l
(13)
With lc531.9 mm and the numerical values above,
UC50.62 V and for UM51.3 V, ng5236 kHz.
The graphs in Figure 2 show the dependence of
ng and Bi on U . Table 1 displays the numerical val-
ues for the DX span size at the back of lens L2 of a
2-cm focal length, and Bi and ng in relation to the
voltage applied to the X-scanner. DR represents the
gap between adjacent Newton rings at the edge of
the sampling function for each amplitude U . This
spacing places a minimum value on the size of fea-
tures that can be resolved in the image.
To illustrate the galvo-scanner modulation ex-
perimentally, we used the arrangement denoted by
Fig. 2 The frequency ng due to galvo-scanner modulation and the
image bandwidth, Bi against the amplitude of the driving signal,
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signals of frequency Fx5600 Hz and different am-
plitudes U . The Y scanner was not driven. Figure 3
shows the ratio between the amplitudes of the com-
ponents in the spectrum of the photodetected cur-
rent in a bandwidth of 6 kHz about 60 kHz (i.e., 2f)
and in a bandwidth of 9 kHz about 90 kHz (i.e., 3f)
obtained with and without the sinusoidal PM
modulation at 30 kHz. The amplitudes were aver-
aged over 100 measurements. These graphs show
that for voltages higher than UC50.62 V (DX
51.6 mm), the PM modulation does not have any
noticeable effect on the demodulated signal, ng act-
ing as an efficient carrier. Little enhancement is
brought about by PM in the range U3 to UC . For
U,U350.32 V, ng,Bi and ng cannot act as a car-
rier. Consequently, for U,U3 , the modulation in-
troduced by PM becomes more important, as
proved by the graphs in Figure 3. The modulation
Fig. 3 Ratio of the amplitudes of the 60-kHz and 90-kHz compo-
nents in the photodetected signal spectrum with and without the
sinusoidal PM modulation, versus the amplitude of the ramp driving
signal, U. Fx5600 Hz, the Y galvo-scanner not driven.Table 1 Numerical values for DX.
Key bandwidth values on
the horizontal axis of the
graphs in Fig. 2. U(V) DX(mm) Bi(kHz) ng(kHz)
DR(mm)
(Newton
rings)
1 (Bi515 kHz) U150.16 0.416 15 7.5 58
2 (Bi522.5 kHz) U250.24 0.62 22.5 17 39
3 (Bi5ng) U350.32 0.83 30 30 29
4 (ng560 kHz) U450.45 1.16 42 60 21
5 (ng590 kHz) U550.55 1.43 52 90 17
C (ng becomes linear in U) UC50.62 1.6 57 113 15
M (max voltage applied) UM51.3 3.35 121 236 7o 134.151.33.144. Terms of Use:  http://spiedl.org/terms
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fied and ng!Bi,15 kHz.
When U.UC , we use the tunable bandpass filter
tuned to 90 kHz and operating at Q52 to give a
value of B545 kHz. Higher bandwidth values are
not possible owing to the differential amplifier in
the balance photodetection block (New Focus, 125
kHz). This means that we have to sacrifice image
bandwidth, which reduces transversal resolution.
Consequently, the pixel size on the target is in-
creased from the value given by (7) (d510.4 mm) to
an effective value deff . Taking into account that the
receiver acts as a low-pass filter of bandwidth B/2,
thereby lowering the processed signal bandwidth
from Bi to B/2, the effective pixel size is deff
5(2Bi /B)d556 mm. For the maximum image size of
3.35 mm imposed above (when U5UM51.3 V), the
corresponding number of pixels is Nx560, al-
though this is a very conservative calculation.
When ng590 kHz (point 5 in Table 1), it can be
shown25 that the gap DR between adjacent Newton
rings is 17 mm, which allows sampling of pixels
down to 34 mm. It can be stated without going into
a more detailed analysis that the pixel size varies
between 34 and 56 mm across the target, depending
on the inclination of different object features rela-
tive to the coherence wavefront.
The diffraction-limited pixel size given by (7)
could be achieved for U5UM and B545 kHz when
the X scanner is driven at line rates below 111 Hz.
In this case, the time taken to produce a frame in-
creases proportionally with 1/Fx .
The total time to produce a frame for the trans-
versal imaging regime is
TT5
Ny
Fx
(14)
with Ny the number of lines in the frame. At Fx
5600-Hz line rate, we produce an image of 768
3512 pixels in TT50.85 s.
For a given bandwidth B , the minimum signal
that could be detected by the system is obtained
from (6) for a signal-to-noise ratio of 1. For the ex-
ample considered above, with x50.4, P5360 mW,
and B545 kHz, a minimum detectable value of the
object reflectivity Omin5290.2 dB is obtained.
When U,0.16 V, the quality factor Q of the band-
pass filters could be increased to enhance the
signal-to-noise ratio.
For longitudinal images in the SLI regime, the
bandwidth and the minimum detectable signal are
the same as in the TI case. Different speeds can be
used. We decided to obtain an image in 0.8 s (ap-
proximately equal to TT , which allows the use of
the same VSG settings for longitudinal imaging as
for transversal imaging). In order for the translation
stage to gain speed, the image is produced after a
0.2-s delay introduced by the monostable circuit
(DV). The clock signal controlling VSG is the sameJOU
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DZ(mm) displayed (the frame height) is 0.8 s mul-
tiplied by the speed (mm/s). The translation stage
speed should be limited to a value such that during
the time taken to produce a transversal line, 1/Fx ,
the reference path is modified by less than half the
longitudinal pixel size, which is about half of the
coherence length of the source, lc
vmax5
lc
4
Fx54.78 mm/s. (15)
For this value, it can be shown that the Doppler
frequency is much less than the bandwidth Bi , so
the tunable bandpass filter in the demodulation
block does not need retuning. Depending on the
depth size DZ , the number of pixels Nz is given by
Nz5
2DZ
lc
. (16)
For longitudinal images in the DI regime, VSG
displays the object z axis along the horizontal direc-
tion and the object x or y axis along the vertical
direction. For this regime, devices for fast longitu-
dinal OPD variation are needed.8,26 Since our trans-
lation stage has a limited speed, resulting in too
long a time to produce a frame, we do not use this
regime for imaging but only for producing a coher-
ence reflectogram along the z axis. Such a system is
discussed in Ref. 11.
4 ADJUSTMENT AND IMAGE SETTINGS:
WAVEFRONT DISTORTION
The transversal images collected from the eye need
correction owing to the curvature of the coherence
surface at the back of the eye lens. To illustrate this,
we used the EM arrangement in Figure 1. We ap-
plied 1.3-V amplitude ramps on both galvo-
scanners and shifted the translation stage in 24
steps of 5 mm. The transversal images evolve from a
disk through circles of expanding radius when the
reference path is increased, as shown by four of the
images presented in Figure 4(a). Using a computer
program, we obtained the pseudolongitudinal im-
age shown in Figure 4(b). For any (x ,y) pixel in the
image, the program calculates the amplitudes of the
coherence signal for all 24 depth positions. In Fig-
ure 4(b), this dependence on z is shown for all the
pixels (384, y) with y from 1 to 512. A similar image
was obtained in the SLI regime by moving the
translation stage at a speed v50.35 mm/s over 280
mm.
Figures 4(a) and 4(b) clearly show that the longi-
tudinal slice looks curved. This curvature has to be
taken into account when imaging the retina. With
our system at the extremity of the target (i.e., for the
ray deflected when the driving voltage is at a maxi-17RNAL OF BIOMEDICAL OPTICS d JANUARY 1998 d VOL. 3 NO. 1
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than for the central ray. This value is consistent
with e given by
e5f2F12cosS z1z2 kU D G (17)
for U51.3 V and f252 cm. This distortion is due to
the particular optics used, with the fan of rays con-
vergent on the eye. Had a telecentric optical system
been used, the surface reconstructed in the longitu-
dinal image would appear as a plane. Unfortu-
nately, a telecentric system is not applicable to the
eye, owing to the small aperture available.
5 OCT IMAGES OF THE RETINA
All the images presented here were collected with
90 mW of optical power incident on the eye. No
averaging and no enhancement procedures were
applied. The images have a size of 768
Fig. 4 (a) Images collected from the aluminum plate in the T1
regime for four different positions of the translation stage. Ampli-
tude of the ramp voltage applied to both scanners: 1.3 V (raster
size of 3.35 by 3.35 mm on the aluminum plate); modulation im-
printed by the galvo-scanner only, Fx5600 Hz, Ty50.85 s. (b)
Software section in depth in the set of 24 images collected in 5-mm
steps. Vertical: 512 pixels corresponding to DY53.35 mm; sec-
tion taken in the middle of images at the position X50 (384th
pixel); Horizontal: 120 mm, 24 pixels.18 JOURNAL OF BIOMEDICAL OPTICS d JANUARY 1998 d VOL. 3 NO. 1
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the 8-bit digital value of the analog signal delivered
by the demodulation block.
5.1 EN-FACE IMAGES AT DIFFERENT DEPTHS
There are reports in the literature on the production
of tomographic sections of the retina using the
SLO.27 OCT can provide such images at steps one
order of magnitude lower.
Batches of 30 en-face images were collected from
the living eye at different Z depths obtained by
stepping the translation stage by 50 mm every 1 s.
After storage, the images were inspected and the
batches showing disturbances due to eye move-
ment were discarded. Figure 5(a) shows six images
retained from a larger batch. The higher the dis-
tance quoted underneath each image, the deeper is
the penetration into the retina and the eye. Pixel
brightness is proportional to the amplitude of the
coherence signal. From the fourth to the fifth image,
the depth difference is 100 mm because during the
collection of the image for the intermediate step, the
subject blinked and the image was discarded. There
are noticeable differences between the images, with
different details coming into and out of coherence
as the reference path is scanned. Owing to the cur-
vature of the retina, fragments of retinal features
are visible in a 400-mm longitudinal range. These
images show that the blood vessel that appears
dark in the last image in Figure 5(a) is about 200
mm thick (taking into account a value of 1.4 as an
average for the index of refraction of the retinal tis-
sue).
Another batch of transversal images from a dif-
ferent volunteer is shown in Figure 5(b). In this case
the eye was oriented so that when the transversal
scanners were not driven the patient could see the
spot in the center of his visual field, thus bringing
the foveal pit into the center of the image.
5.2 LONGITUDINAL IMAGES
We collected images of the same eye in the SLI re-
gime using the same orientation as in Figure 5(b). A
set of four images is presented in Figure 6, with v
50.625 mm/s for the top images and 1 and 2 mm/s
for the bottom images, producing a frame of height
DZ50.5, 0.8, and 1.6 mm, respectively. The charac-
teristic foveal pit can be easily seen. For the images
at the bottom of Figure 6 obtained with a 1.3-V am-
plitude signal applied to the X scanner (DX
53.35 mm, minimum 60 pixels), only galvo-
scanner-induced phase modulation was employed.
For the images at the top of Figure 6 obtained with
U50.32 V (DX50.83 mm) modulation to the PM
was used to enhance the signal. In this last case,
Bi530 kHz, so that the pixel size was about deff
5(60/45)d514 mm; i.e., there were Nx559 pixels.
The vertical pixel size was about lc/2516 mm; i.e.,o 134.151.33.144. Terms of Use:  http://spiedl.org/terms
LCR TRANSVERSAL AND LONGITUDINAL IMAGINGthere were Nz531 vertical pixels in the two top im-
ages, 50 in the bottom left image, and 100 in the
bottom right image.
Figure 7 shows the images at the bottom of Fig-
ure 6 corrected for the wavefront distortion in Fig-
ure 4(b), using the equation:
correction~Xpixel!5
e
512DZ
~Xpixel2384!
2, (18)
where e is 70 mm and DZ is 0.8 and 1.6 mm, respec-
tively. This is only an approximate correction,
which depends mainly on the estimated focal
Fig. 5 Transversal images collected from the left eye of two volun-
teers at 50 mm steps in depth. The size of the image is approxi-
mated at DX53.35 mm by DY52.57 mm for 1.3-V amplitude ap-
plied on the X galvo-scanner and 1 V applied on the Y galvo-
scanner (considering an eye lens of 2 cm focal length); Fx
5600 Hz, Ty50.85 s. (a) Going through a blood vessel. (b) Dis-
playing the foveal pit. RNFL, retinal nerve fiber layer; PRL, photore-
ceptor layer (minimal backscatter signal); RPE, retinal pigment epi-
thelium.JOU
Downloaded from SPIE Digital Library on 17 May 2011 tlength of the eye measured. The value of e in (18) is
determined on the basis of this focal length.
6 CONCLUSIONS
The paper describes the implementation of a multi-
functional OCT for clinical use. Transversal as well
as longitudinal images of the living eye have been
acquired in less than 1 s. This frame rate was ob-
tained by sacrificing transversal resolution and by
driving the galvo-scanner at a speed such that 20%
of the line has to be discarded owing to the scanner
flyback. The main limitation to acquisition speed is
the galvo-scanner and the bandwidth of the bal-
anced detection receiver.
Two modulation procedures are used. For small
transversal images, where the image bandwidth is
less than 15 kHz, phase modulation is introduced
by a piezocylinder. For larger sizes, we demon-
strate theoretically and experimentally that the path
modulation introduced by the galvo-scanner itself
can be used to obtain both longitudinal and trans-
versal OCT images.
Even at a 0.85-s frame rate, eye movement still
remains an issue for quantitative measurements.
Building a 3-D profile from multiple stacks of trans-
versal images taken at different depths appears to
Fig. 6 Longitudinal images of the retina for the eye in Figure 5(b)
for different depth ranges DZ as shown on each picture, taken with
different speeds v(mm/s)5DZ mm/(0.8 s). (To obtain the geomet-
ric thickness, DZ must be divided by the index of refraction, '1.4.)
Y scanner not driven. Top images: U5U350.32 V, PM modu-
lated; bottom images: U5UM51.3 V, PM not modulated.
Fig. 7 Images in the bottom of Figure 6 corrected for the wave-
front tilt in Figure 4(b).19RNAL OF BIOMEDICAL OPTICS d JANUARY 1998 d VOL. 3 NO. 1
o 134.151.33.144. Terms of Use:  http://spiedl.org/terms
PODOLEANU ET AL.be very difficult. The procedure employed con-
sisted of collecting a large number of images and
discarding those where the eye movement distur-
bances were too large.
The transversal images demonstrate the potential
of OCT to section the retina with very high depth
resolution. Images taken at 50-mm steps show no-
ticeable differences. However, to take advantage of
this resolution, further reduction of the acquisition
time is necessary and the patient’s head must be
firmly fixed. Longitudinal imaging at a speed of
1 mm/s was easily achieved, with no difficulty en-
countered in positioning the head and the eye to
obtain an image.
As far as the authors are aware, this article repre-
sents the first reported comparison of transversal
and longitudinal images produced using OCT.
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